Introduction {#sec0005}
============

In the management of various orthopedic situations related to trauma, such as diaphyseal fractures of long bones of the lower limbs and consolidation disorders, the use of indirect reduction tools such as femoral fracture distractor, developed by the AO Group[@bib0075] to be used as an adjuvant tool for fracture alignment, is an important advantage during surgery. Its applicability goes beyond the gain of length during surgery; it is possible to make simultaneous or isolated angular and rotational corrections. After the desired adjustments, it serves to maintain the bone fragments in position until definitive osteosynthesis is achieved. Several studies have demonstrated its application in highly varied situations of orthopedic trauma.[@bib0080], [@bib0085]

According to the technique used, the fixation of Schanz screws -- one in the main proximal fragment and another in the main distal fragment, perpendicularly to the long axis of the operated bone -- allows the distractor\'s threaded body to be positioned parallel to the bone. Protective sleeves are slid over the screws for both biological and mechanical protection at the soft tissue-pin-bone interface. During distraction of the fracture line, pseudoarthrosis, or osteotomy, the highest stress is observed in the cortical adjacent to the entry site of the pins, which is also the area of greater frequency of failure and loosening.[@bib0090]

Numerous factors have been studied to understand the best way to improve bone anchorage of Schanz screws, in order to reduce rates of complications in the pin-bone interface.[@bib0095], [@bib0100], [@bib0105] Nonetheless, no studies that evaluated the mechanical stress in the smooth thread/shaft transition of Schanz screws at different distances between the anchorage of screws in the entrance into cortical bone and the smooth thread/shaft transition were retrieved. The greatest concentration of forces is observed precisely in this transition, mainly due to compression and shear loads.[@bib0075], [@bib0110] In the more classical technique descriptions from clinical or experimental trials, the screws are inserted manually until the thread is fixated through the cis (input) and trans (opposite) cortical bone and the shaft is fully supported in the cis cortical.[@bib0115]

The present hypothesis was that the smaller the distance between the thread/shaft transition and the Schanz screw anchorage point in the entrance to the cortical bone, the greater the mechanical stress generated in the transition, and therefore the greater the risk of rupture or fatigue.

The present study was designed to evaluate the distribution of mechanical stress and the elastic deformation of the material in the Schanz screws during a gradual distraction in mountings with different anchor lengths in the entrance to the cortical bone, assessing the distribution and location of the stresses in the test specimen.

Methods {#sec0010}
=======

Study design {#sec0015}
------------

After Institutional Review Board approval, under the number 0347-2015, a 3D monobody finite element analysis was performed to assess the distribution of the equivalent stress (triple stress state) in a Schanz screw fixated to a hypothetical tubular bone. The bone model used was virtually mapped from a long bone, in its diaphyseal portion, through a finite element computational study.

Within the studied scenario, the Schanz screw was fixated bicortically and orthogonally to the hypothetical bone, and presented two mounting patterns.**Mounting 1 (M1):** the thread/shaft transition was 20 mm from the entrance to the cortical bone ([Fig. 1](#fig0005){ref-type="fig"}).Fig. 1Diagrams used for the analysis of finite elements of the distribution of equivalent stresses.A, shaft; b, thread; *F*~0~, initial flexion momentum; 1A-M1, the thread/shaft transition is distanced 20 mm from the entrance to the cortical bone; 1B-M2, the thread/shaft transition is distanced 3 mm from the entrance to the cortical bone.**Mounting 2 (M2):** the thread/shaft transition was 3 mm from the entrance to the cortical bone ([Fig. 1](#fig0005){ref-type="fig"}).

In the analysis software, the model for Schanz screw was simplified, graphically eliminating its threaded part, represented by its inner diameter. This procedure aimed to facilitate the understanding of the graphical presentation of the simulation.

Assays {#sec0020}
------

Two simulations were performed, changing the position of the Schanz screw and maintaining the same load direction and the same distance from the force vector in relationship to the center of the hypothetical bone. The applied load, its direction, and the distance to the center of the bone were constant during both simulations, in order to keep the flexion momentum equally constant. The construction of the flexion momentum diagram is shown in [Fig. 2](#fig0010){ref-type="fig"}.[@bib0120]Fig. 2Construction of the flexion-momentum diagram. Throughout the study, the flexion load remained constant.

The distribution of the equivalent stress on the Schanz screw during the flexion momentum in the two mountings studied was measured in MPa. The graphical representation of the stress concentration zones was computer-generated and used to illustrate this study.

Results {#sec0025}
=======

Within the two situations studied, we observed that the thread/shaft transition region of the Schanz screw presented the greatest fatigue sensitivity throughout the analysis. All calculations showed a linear behavior throughout the experiment.

Mounting 1 {#sec0030}
----------

In the graphs from the initial mounting condition (distance of 20 mm between the thread/shaft transition and the entrance to the cortical bone), we observed that the stress was concentrated in the area closest to the bone, in the traction side. The maximum stress recorded was 330.5 MPa. Due to the greater exposed area of the Schanz screw thread, greater stress dissipation was observed until the transition region with the shaft. The graphical representation of the zones of stress concentration and the illustration of this test are shown in [Fig. 3](#fig0015){ref-type="fig"}.Fig. 3Graphical representation of the areas of stress concentration (A) and illustration of the deformation (B) in the M1 Schanz screw. Note that the stress dissipation occurred along the thread, there was no greater risk of fatigue in the thread/shaft transition.

Mounting 2 {#sec0035}
----------

In the graphs from the initial mounting condition (distance of 3 mm between the thread/shaft transition and the entrance to cortical bone), we observed that the stress was concentrated in the area closest to the bone, in the traction side. Maximum stress observed was 244 MPa. Due to the small exposed area of the Schanz screw thread, there was almost no stress dissipation, and great deformation was observed in the transition region with the shaft. The graphical representation of the zones of stress concentration and the illustration of this test are shown in [Fig. 4](#fig0020){ref-type="fig"}.Fig. 4Graphical representation of the areas of stress concentration (A) and illustration of the deformation (B) in the Schanz screw in mounting 2. Note the great concentration of force.

Discussion {#sec0040}
==========

The femoral distractor is one of the most useful tools for indirect fracture reduction in various cases of skeletal trauma.[@bib0080], [@bib0085] Its versatility and ease of application have made it a major surgical adjuvant, with a low complication rate. One factor that may complicate its use, specifically at the time of fracture line distraction, is the loosening or rupture of the Schanz screws, which sometimes leads to increased surgical time, larger access route, and possible change in surgical procedure. Thus, screw placement is one of the critical points of the procedure; it must be perfectly executed, since it has been demonstrated that the greatest concentration of stress occurs in the entrance to the cortical bone.[@bib0090], [@bib0095], [@bib0100]

Although biological and mechanical implications of screw failure are debatable, the host\'s adequate response to osseointegration with the metallic material and the stability in the fracture focus are paramount in the durability of Schanz screws. Nonetheless, unlike external fixators, the relationship between metal screws and the histological response of bone is not observed when a fracture distractor is used, especially for extended periods, such as during stretching and bone transport. The lack of biological bone integration mechanism accentuates the need for maximum mechanical strength at the pin-bone interface during static loading conditions, which are observed when distraction is applied for the correction of shortening, for example.[@bib0095]

In the authors' opinion, the basic concept that the coaxial unit may maintain the loads exerted in the direction of the long axis of deformation extrapolates the bone (cis cortical) and metal screw interface.[@bib0105], [@bib0125] As failures related to screw ruptures during the use of fracture distractors can be clinically observed, the thread-shaft interface of the Schanz screw appears to contribute, to a certain extent, to the mechanical strength of the construction. Studies with external fixators have shown that screws can support a large amount of flexion force, and that the thread/shaft transition is the point of least resistance of the implant.[@bib0115], [@bib0130], [@bib0135]

In the present study, which used finite element analysis, the optimal anchoring distance of the thread/shaft transition of Schanz screws in the entrance to the cortical bone was evaluated under constant loads. Contrary to expected, we observed that the greater the exposed area of the Schanz screw thread, the greater the stress dissipation to the transition region with the shaft, hypothetically reducing the risk of material breakage or fatigue during constant static loads, although the observed maximum forces were higher in this model -- 350 MPa. When the exposed area of the Schanz screw thread was small (3 mm), a large concentration of stress was observed in the thread/shaft transition in the test monobody. In practice, since the highest concentration of compression and shear loads are observed exactly in the transition regions of the Schanz screws (thread/shaft and shaft/entrance to the cortical bone), it can be inferred that there is a higher risk of material fatigue during flexion-momentum, which occurs in a sharp distraction of the fracture focus.[@bib0075], [@bib0110]

In parallel with the concept of the work area in osteosynthesis and according to the relative stability principle, the greater the elastic deformation capacity of the Schanz screw used in the fracture distractor, the lower the risk of breakage or fatigue.[@bib0140] As this is an extrinsic property, the elastic limit that Schanz screws can undergo during acute distraction of a fracture site, for example, depends basically on their diameter, shape, and properties of the material.[@bib0140] Oni et al.[@bib0090] suggested that the use of Schanz screws made of titanium and with short shaft generates less stress and, therefore, less risk of failure. Mercadante et al.[@bib0115] observed a greater resistance to flexion forces when the screw shaft was smaller (15 mm).

A potential criticism to the present study is that it did not directly study material properties of the Schanz screws. Although this aspect is extremely relevant in assessing the mechanical strength of these implants, the analysis would require more elements, and results would be more complicated to understand. The authors had established a very specific objective, which was to determine, through the study of the distribution and location of stresses in the specimen, the best anchorage distance from the entrance to the cortical bone to the thread/shaft transition of the Schanz screws. By maintaining a constant force and regular deformation ratio, the authors believe that all variables were totally controlled, regardless of the extrinsic properties of the material. Another critical point was that the ideal distance from the thread/shaft transition to the cis cortical was not determined. Based on the models studied, it can be suggested that it is at least 20 mm. However, new experiments should be made to precisely determine this distance.

The authors believe that the data from the present study have clinical applicability regarding the placement of Schanz screws during acute distraction of fractures using the femoral distractor. As the end of the shaft approached the entrance to the cortical bone, it was observed that the stress was concentrated in the area of this implant that is most susceptible to the high-cycle fatigue of metallic materials. This demonstrates that the introduction of the screw until its shaft is inside the bone or very close to it leads to a greater susceptibility to fatigue.

Conclusion {#sec0045}
==========

The analysis of the mechanical stress behavior and the elastic deformation exerted on the thread/shaft transition of the Schanz screws of the femoral fracture distractor demonstrated that greater distances between the anchorage of the Schanz screws in the entrance to the cortical bone and the thread/shaft transition led to a lower mechanical stress in this transition and a higher degree of elastic deformation of the material, which minimizes rupture or fatigue. The suggested distance is 20 mm.
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